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1.1 Ultrasound measurement of articular cartilage 
 Articular cartilage exists in synovial joint covering the end of bone.  It provides a 
nearly friction-free load-bearing joint surface so that humans can make the joint 
movements smooth and pain-free.  However, articular cartilage can be damaged by 
trauma or inflammatory disease, and osteoarthritis (OA).  OA is the most common 
form of arthritis.  During the progression of OA, changes in the cartilage structure and 
composition, in morphologic features, and in mechanical properties occur.  Once 
articular cartilage is damaged, the cartilage is not restored to its normal state because of 
its limited capacity for repair [1, 2].  As the common treatment of severe OA, artificial 
joint replacement surgery is performed.  However, the life of artificial joint is limited 
and a second surgery is more difficult [3].   
 Recently, many new therapies to regenerate the cartilage such as cultured chondrocyte 
or tissue-engineered cartilage transplantations are studied for the treatment of cartilage 
defects [4].  Therefore, in vivo evaluation of regenerate cartilage is required to 
compare the effects of the regeneration methods.  However, the clinical diagnostic 
methods of articular cartilage such as X-ray or joint arthroscopy can only detect the 
large defect of cartilage or change in shape of subchondral bone, and the evaluations are 
not quantitative.   
 For quantitative evaluation of articular cartilage, Hattori et al. developed the evaluation 
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system using ultrasound.  In the ultrasound evaluation system, the probe which has a 
small ultrasound transducer on the head is introduced into the joint with arthroscopy.  
The echogram from cartilage is used for evaluations, the elasticity of cartilage is 
evaluated with echo amplitude from cartilage surface, and thickness of cartilage is 
evaluated with time interval between the echoes from cartilage surface and from 
subchondral bone.  Previous study reported that the ultrasound evaluation system 
could predict the histological characteristics of OA cartilage and tissue-engineered 




















Figure 1.1  The photograph of OA joint and cartilage defect. The transplantations of 































Figure 1.2  The clinical diagnostic methods of articular cartilage.  (a) The X-ray 
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Figure 1.3  The ultrasound evaluation system of articular cartilage. (A) Ultrasonic 























Figure 1.4  Results of ultrasound measurement obtained from living human cartilage 























Fugure 1.5  Time-course of aggregate modulus in collagenase-digested articular 
cartilage (A) and the relationship between maximum wavelet magnitude and aggregate 





1.2 Theme of thesis 
 The ultrasound measurement provided a quantitative and noninvasive evaluation of 
articular cartilage.  However, the ultrasound method has the following problems from 
the point of view of the accurate measurement in clinical use.   
 
1. Error in the cartilage thickness measurement. 
2. Lack of the angle index of ultrasound probe. 
3. Unconscious avoidance of degenerated area. 
4. Mismatch between cognition and reality of probe state. 
5. Lack of the evaluation of the anisotropy of articular cartilage. 
 
 This study is expected to improve the reliability of the ultrasound evaluation of 
articular cartilage by resolving these problems.  For the accurate measurement of 
cartilage thickness, the effectiveness of estimation of sound velocity using echo 
reflectance ratio was evaluated in chapter 2.  For the support of alignment of probe 
angle, “Rise-to-Peak time” was proposed as an index of probe angle in chapter 3.  For 
suppression of unconscious avoidance of degenerated area, the effectiveness of the 
display of the “Rise-to-Peak time” to the operator in the ultrasound measurement was 
evaluated using “Acceptance” in chapter 4.  For the evaluation of the mismatch 
between the cognition and the reality in ultrasound measurement, a user test was 
performed in chapter 5.  For the development of the nondestructive method to evaluate 
the anisotropy of articular cartilage, the effectiveness of measurement of shear wave 
speed using surface wave was investigated in chapter 6. 
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Correction of Thickness Measurement 
by Ultrasound for Articular Cartilage 
Using Sound Velocity Estimation 
 
2.1 Introduction  
Ultrasound has been widely used in clinical practice for the noninvasive evaluation of 
soft tissues.  In addition to shape, movement, alteration, and integrity of tissues can 
also be observed in real time.  However, the ultrasound measurement of shape is not 
sufficiently accurate if constant sound velocity is used.  For example, information 
about cartilage thickness [1, 2, 3] is altered by the change in sound velocity from 
cartilage degeneration [4, 5].  
The aim of this study was to estimate sound velocity using surface echo reflectance. 
As a first stage for evaluating the clinical relevance of this method, the error of the 
cartilage thickness measurement was determined using collagenase-treated 
osteochondral plugs as a model of osteoarthritis (OA).  
  
2.2 Material and method 
2.2.1 Preparation of cartilage samples  
Osteochondral plugs (diameter 5 mm; n=30) were excised from a flat area of the 
trochlea femoris of frozen porcine knee joints.  The osteochondral samples were 
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removed from the subchondral bone using a microtome and the bottom was shaped 
parallel to the surface.  
  
2.2.2 Enzyme treatment  
The osteochondral samples (n=20) were digested in phosphate-buffered saline (PBS; 
Invitrogen Corp., Carlsbad, CA, USA) containing 30 U/ml collagenase type II at 37°C 
(Worthington Biochemical Corp., Lakewood, NJ, USA) for 4 and 9 hours (4 h and 9 h 
groups, respectively).  Ten osteochondral samples in PBS alone at 37°C were used as 
controls (0 h group).  
  
2.2.3 Ultrasound measurement  
Figure 2.1 shows the ultrasound evaluation system for articular cartilage.  The 
system consisted of a personal computer, a digital oscilloscope, a pulsar/receiver, and a 
transducer (the ultrasonic probe) (XMS-310, Panametrics Japan Co., Ltd., Tokyo, 
Japan).  The transducer emits and receives the ultrasound wave.  A plane wave with a 
central frequency of 10 MHz is oscillated from the transducer.  Reflected wave was 
received by the transducer and recorded by the oscilloscope.  The sampling frequency 
was 500 MHz.  The specimen was fixed on a stage in saline using bond, and the 
transducer was placed perpendicular to the surface of sample.  Figure 2.2 shows a 
typical ultrasonic echogram demonstrating echo peaks from the surface and bottom of 
the specimen.  Perpendicularity between the transducer and the cartilage surface was 
ensured by gently aligning the stage angle to obtain the maximum echo amplitude.  
The measurement was also performed with stainless steel as a specimen and the 



















Figure 2.1  (a) Schematic drawing of ultrasound measurement system.  A small 
transducer was fixed over the measurement device.  Measurement was performed in 
saline at room temperature and A-mode echogram was measured. (b) Ultrasound 







Figure 2.2  Typical waveform of ultrasound echo.  (a) Echoes from the surface and 
bottom of a specimen were recorded.  The times to peak amplitude were recorded as t1 












R =          (2.1) 
where As and Ac are the maximum peak-to-peak echo amplitudes recorded from 
stainless steel and cartilage surfaces, respectively.  Rs and Rc are the reflectance ratio 
of the steel–water and cartilage–water interfaces.  In this study, Rs=0.936 [6] was used 
as the reflectance ratio of the steel–water interface.  
  
2.2.4 Calculation of sound velocity  


















        (2.2) 
where ρc and ρw are the mass density of cartilage and water, and cc and cw are the sound 
velocities in cartilage and water, respectively.  In this study, values of ρc = 1080 kg/m
3
  
[7], ρw = 1000 kg/m
3
, and cw = 1500 m/s [6] were used.   
  
2.2.5 Calculation of cartilage thickness  
Cartilage thickness was calculated by multiplying interval time and sound velocity in 




⋅=          (2.3)  
where H and c are the cartilage thickness and sound velocity, respectively.  Constant 
sound velocity (1600 m/s) [3] and calculated sound velocity were used as c.  
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2.2.6 Needle-probe measurement  
The reference thickness of the cartilage samples was measured using the needle 
method [8], which is shown in Figure 2.3.  The specimen was placed on a holder and a 
sharp needle was pushed vertically into the cartilage at a constant displacement rate.  A 
load cell detected the load signal.  The load varied greatly when the needle made 
contact with the articular surface and cartilage-holder interface, and the displacement 
distance indicated thickness of the specimen.   
 
2.2.7 Calculation of the relative error of cartilage thickness 
The relative error of the ultrasonic measurement of cartilage thickness (measurement 








e          (2.4)  
where e is the relative error, and HU and HN are the cartilage thickness from the 





















Figure 2.3  Displacement and load signals for the determination of cartilage thickness 






2.2.8 Histological observation and biochemical examination  
Each cartilage sample was divided into two after the ultrasonic evaluations; one part 
was used for histological analysis and the other for biochemical analysis.  Histological 
samples were fixed in 10% formalin, decalcified in ethylenediaminetetraacetic acid, and 
embedded in paraffin.  Sagittal sections (5 µm thick) were prepared from the center of 
the samples and stained with Safranin O.  Cartilage samples for biochemical 
examination were lyophilized overnight after measurement of wet weight.  Dry weight 
was then measured, and water content of the cartilage (as a percentage) was determined 
according to the following equation: (wet weight–dry weight)/wet weight×100.  
Samples were then digested by adding 500 µl of 2.5% (w/v) actinase E solution 
prepared in 100 mM Tris-HCl buffer (pH 8.0), followed by incubation at 55°C for 16 h.  
Following digestion, samples were boiled for 10 min to inactivate the enzyme, and 
centrifuged at 10000 g for 15 min to obtain a clear supernatant free of insoluble 
materials.  The amounts of chondroitin 4-sulfate, chondroitin 6-sulfate, and dermatan 
sulfate were evaluated to quantify proteoglycan content using high-performance liquid 
chromatography [9].  The amounts of unsaturated tetra- and hexasaccharide of 
hyaluronic acid were evaluated to quantify hyaluronic acid content [10].  
Hydroxyproline content was evaluated to quantify collagen content [11].  
  
2.2.9 Statistical analysis  
The Student’s t-test was used to determine the effects of enzyme treatment on 
reflectance ratio, sound velocity, and measurement error.  Statistical significance was 




Figure 2.4 shows the reflectance ratio decreasing exponentially with the enzyme 
treatment period.  The calculated sound velocities in articular cartilage showed the 
same tendency as the reflectance ratio with significant differences between the 0 h, 4 h, 
and 9 h groups, as shown in Figure 2.5.  The relative errors of thickness measurements 
using constant sound velocity were -1 (SD 3)% for the 0 h group, 4 (SD 4)% for the 4 h 
group, and 8 (SD 4)% for the 9 h group; the respective errors using calculated sound 
velocity were 0 (SD 3)%, -2 (SD 3)%, and -1 (SD 2)%, as shown in Figure 2.6.  
Significant differences were found using constant sound velocity, whereas the errors 
using calculated sound velocity showed no significant difference between the groups.   
The water contents were 82 (SD 1)% for the 0 h group, 83 (SD 1)% for the 4 h group, 
and 87 (SD 3)% for the 9 h group; the respective amounts of chondroitin sulfate were 
2.5 (SD 0.2)%, 1.9 (SD 0.2)%, and 1.7 (SD 0.2)%, and those of hydroxyproline were 
1.2 (SD 0.1)%, 1.3 (SD 0.1)%, and 1.3 (SD 0.2)% (Figures 2.7-2.9).  Representative 
sections of collagenase-digested cartilage stained with Safranin O are shown in Figure 
2.10.  Homogeneity of Safranin O staining was increased with treatment time and the 
surface layer to a depth of 200 and 500 µm was not stained with Safranin O after 4 and 
9 h, respectively.  
  
   



















Figure 2.4  Changes in reflectance ratio of an ultrasound echo before (0 h), after 4 
hours (4 h),  and after 9 hours (9 h) of collagenase digestion. Mean values (SD) are 






















Figure 2.5  Changes in sound velocity calculated from equation (2) and from cartilage 
thickness measured with needle method and echo interval time before (0 h), after 4 
hours  (4 h), and after 9 hours (9 h) of collagenase digestion. Mean values (SD) are 





















Figure 2.6  Changes in error of thickness measurement before/after correction Mean 
values (SD) are shown for the 0 h (n=10), 4 h (n=10), and 9 h (n=10) groups. 
*Significant difference by Student’s t-test (P<0.05).  
 
 



















Figure 2.7  Changes in water content in collagenase-digested articular cartilage before 
(0 h), after 4 hours (4 h), and after 9 hours (9 h) of collagenase digestion. Mean values 
(SD) are shown for the 0 h (n=10), 4 h (n=10),  





















Figure 2.8  Changes in chondroitin sulfate content in collagenase-digested articular 
cartilage before (0 h), after 4 hours (4 h), and after 9 hours (9 h) of collagenase 






















Figure 2.9  Changes in hydroxyproline content in collagenase-digested articular 
cartilage before (0 h), after 4 hours (4 h), and after 9 hours (9 h) of collagenase 
digestion. Mean values (SD) are shown for the 0 h (n=10), 4 h (n=10), and 9 h (n=10) 





















Figure 2.10  Photomicrographs of pig articular cartilage before (a), after 4 hours (b), 






2.4 Discussion  
Panula et al. reported that an increase in cartilage thickness occurred before 
macroscopic changes during early OA [12].  Although the accurate value of the 
increase is not clear, accurate thickness measurement might detect the early stage of OA.  
Yao and Seedhom indicated that the current ultrasound technique was not sufficiently 
accurate for measuring cartilage thickness in situ, because change in sound velocity was 
not considered in the calculation [5].  Myers et al. measured sound velocity in human 
femoral cartilage using ultrasound and histological measurement, and reported the 
velocity to be 1658 (SD 185) m/s for normal cartilage and 1581 (SD 148) m/s for OA 
cartilage [13].  These reports suggest a 10% order of error range of ultrasound 
thickness measurement for OA cartilage.  In the present study, sound velocity in 
articular cartilage was calculated using echo reflectance from the surface (Rc) and 
equation (2.2) assuming that the cartilage is homogeneous.  The validity of this method 
was evaluated using collagenase-treated osteochondral plugs, and the 
treatment-dependent error was reduced from 7% to 2% in absolute value.  The 
applicability of this method for the clinical measurement of cartilage thickness is 
discussed below.   
Firstly, the present calculation still has a systematic error caused by adopting a 
constant mass density which is difficult to measure directly.  The relationship between 
















        (2.5)  
 ( )wpwwc VV −+= 100ρρρ        (2.6)  
where ρc is the mass density of cartilage, Ww is the water content by weight, Vw is the 
 28 
water content by volume, ρw is the mass density of water (ρw=1000 kg/m
3
), and ρp is the 
mass density of the solid matrix of cartilage (ρp=1470 kg/m
3
) [14]; the water content 
increased from 82% to 87%.  The mass density of cartilage decreased from 1080 to 
1060 kg/m
3
 in the present study.  As the decrease in mass density increases sound 
velocity by 2% in equation (2.2), it is suggested that the present method may still have a 
systematic error of -2% caused by the constant mass density.  
Secondly, the effect of the layer structure of cartilage should also be considered.  In 
articular cartilage, the orientation of collagen fibers is different for the superficial 
tangential zone (parallel to the cartilage surface) compared with the intermediate 
(random) and deep (perpendicular) zones.  Patil et al. reported that sound velocity is 
higher in the deep zone than in the superficial zone [15].  It suggested that sound 
velocity calculated using echo from the surface was lower than the average velocity of 
the whole cartilage.  It is possible that the underestimation of velocity causes an 
underestimation of thickness.   
Transection of the meniscus and/or ligaments, and intra-articular injection of a 
chemical substance such as papain or collagenase are generally performed to induce 
OA-like changes.  In this study, however, collagenase-digested cartilage was used as a 
model of OA to control the degree of degeneration with high reproducibility.  Wilson 
et al. reported an increase in water content, a decrease in proteoglycan content, and 
degradation of the collagen network during degeneration of OA cartilage [16].  
Additionally, Pritzker et al. reported cationic stain matrix depletion (Safranin O or 
toluidine blue) which progresses from the surface to the deep layers [17].  As shown in 
Figures 2.7-10, the same changes were observed in this study using collagenase-treated 
cartilage.  However, additional studies using OA cartilage is required for more precise 
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evaluation.  
It is possible that reflection waveform changes shape with deformation of cartilage 
surface during OA progression.  However, since there are many factors in cartilage 
surface like surface hydration layer, it is difficult to discuss using simple model.  The 
changes in cartilage surface during OA progression and effect of the changes on 
reflection waveform are currently under investigation.  
In summary, the validity of the correction method for ultrasound measurement of 
cartilage thickness was evaluated using collagenase-treated osteochondral plugs, where 
sound velocity in articular cartilage was calculated from reflectance ratios.  The 
collagenase treatment-dependent error was reduced from 7% to 2% in absolute value, 
which suggests the applicability of the correction method for ultrasound measurement.  
Studies of several factors such as the difference in surface and layer structure between 
the enzyme-treated model and degenerated cartilage are recommended for more precise 
evaluation.  
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Chapter 3 
Measurement of Probe Angle for 
Ultrasound Evaluation of Articular Cartilage 
using “Rise-to-Peak time” 
 
3.1 Introduction  
Ultrasound evaluation is capable of measuring cartilage thickness and degeneration 
by analyzing the amplitude of the echo from the cartilage surface [1-3].  However, the 
echo amplitude changes not only based on the cartilage condition but also on the angle 
of the ultrasound probe [4].  Therefore the measurer has to make sure the probe is 
perpendicular to the cartilage surface for accurate measurement.  However, there is no 
reference index of probe angle other than echo amplitude in an endoscopic measurement.  
This causes measurement error and prolonged measurement time during clinical 
measurement.  Mori et al proposed a measurement support device using robot arm [5].  
The automatic scanning of all angles provides accurate measurement.  However, the 
method needs additional equipment.  
The aim of this paper is to propose “Rise-to-Peak time” as an index of probe angle.  
As a first step in evaluating its effectiveness, change in the index associated with probe 




3.2 Material and method 
3.2.1 Ultrasound measurement 
Figure 3.1 shows the ultrasound evaluation system for articular cartilage.  The 
system consisted of a personal computer, a digital oscilloscope, a pulsar/receiver, and a 
transducer (the ultrasonic probe) (XMS-310, Panametrics Japan Co., Ltd., Tokyo, 
Japan).  The transducer emits a plane wave with a central frequency of 10 MHz, and 
receives the reflected echo.  Articular cartilage plugs with diameters of 8 mm were 
excised from the patellar surface of porcine knee joints and the specimen was fixed on a 
stage in water.  The perpendicularity between the transducer and the surface of the 
specimen was ensured by cautious alignment of the stage angle to obtain the maximum 
echo amplitude.  Then the stage angle was changed from 0 degrees up to 5.0 degrees at 
increments of 0.5 degrees, and the echo amplitude and the “Rise-to-Peak time” were 
measured from the echo waveforms.  Copper and rubber specimens with respective 
acoustic impedances of 45 × 10
6




] (calculated from the reflectance 
ratio) were also measured as references. 
 
3.2.2 Definition of “Rise-to-Peak time” 
Figure 3.2 shows a typical ultrasonic echo waveform from the surface of the 
specimen.  The “Rise-to-Peak time” is defined as the time interval between the rise of 
the first peak (50% amplitude of the first peak) and the first positive peak following the 
minimum peak of the echo. 
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3.2.3 Numerical calculation of the “Rise-to-Peak time” 
Figure 3.3 shows a simple explanation and the following equations provide a simple 
method for estimating changes in waveform due to probe angle under the assumption 
that the angle is small and that the distance between the ultrasound probe and the 
reflection surface is short (i.e. most of reflected ultrasound wave arrives at the probe).  
In the two-dimensional model, a is the diameter of the probe, θ is the angle between the 
ultrasound probe and the reflection surface, and x is the distance from the first point at 
which the ultrasound wave arrives. 




where f(t) is waveform per unit area and P(t, 0) is the waveform measured at θ  = 0.  





where d(x,θ) is the delay time at x, and v is the speed of sound in water.  







where F(t) is the time integral of f(t). 
 

































































Figure 3.1  (a) Schematic drawing of the ultrasound measurement system.  A small 
transducer was fixed over the measurement device.  The measurement was performed 
in water at room temperature and the A-mode echogram was measured.  (b) Ultrasound 



























Figure 3.2  Typical pulse waveform of an ultrasound echo. Center frequency: 10 MHz. 
Sampling frequency: 1 GHz.  The “Rise-to-Peak time” is defined as the time interval 
between the rise of the first peak (50% amplitude of the first peak) and the first positive 
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Figure 3.3  Two-dimensional model of a wave incident upon the ultrasound probe.  a 
is the diameter of ultrasound probe, θ is the angle of reflection surface and x is the 












3.2.4 Amplitude correction 
The acrylic plates with surface roughness (Rz < 10 µm, Rz = 24, 62 [µm]) were 
prepared as reflection surface, and the measured echo amplitude was corrected using 
predetermined relationship between Rise-to-Peak time and reduction rate.  The 
linearly-interpolated data measured using a flat reflection surface was used for the 
correction. 
The measurement error of echo amplitude e was calculated as follows 
 
  
  (3.4) 
 
where A0 is echo amplitude at 0 degrees without correction.  Aθ is echo amplitude at 
θ degrees.  The measurement errors were calculated for the amplitudes before 





Figure 3.4 shows echo waveforms measured using articular cartilage.  The 
waveforms changed as the angle of the reflection surface changed.  However, the 
waveforms shapes for a specific angle were basically same for each reflection surface.  
The calculated waveforms shown in Figure 3.5 show the same tendency found in Figure 
3.4.  Echoes from the articular cartilage surface had lower amplitudes compared with 
those for the copper and the rubber surfaces, and decreased as the angle of the reflection 
surface increased as shown in Figure 3.6.  However, the reduction rates show same 










decrease was observed for a reflection surface angle of 5.0 degrees. 
As shown in Figure 3.8, the “Rise-to-Peak time” increased from 150 ns to 300 ns 
with an increase in the surface reflection angle from 0 degrees to 5.0 degrees.  The 
“Rise-to-Peak time” increased monotonically with increases in the surface reflection 
angle despite changes in reflection surface and corresponded well with the calculated 
values.  From these results, the amplitude correction curve of the ultrasound probe 
used in the present study was composed as shown in Figure 3.9.  The “Rise-to-Peak 
time” also increased from 150 ns to 300 ns with an increase in the surface reflection 
angle from 0 degrees to 5.0 degrees for the rough surface (Rz < 10 µm, Rz = 24, 62 
[µm]) as shown in Figure 3.10.  The echoes from the rough surfaces had lower 
amplitudes compared with those for the flat surface, and decreased as the angle of the 
reflection surface increased.  After the amplitude correction, the decrease of echo 
amplitude with increase of the angle was suppressed as shown in Figure 3.11.  
However, the corrected amplitude for higher roughness surface showed higher error 
value at low angle measurement.  Figure 3.12 shows the measurement errors before 
and after correction.  The measurement error was suppressed by the correction at each 
probe angle in the measurement of Rz < 10 µm and Rz = 24 µm surfaces.  However, in 
the measurement of Rz = 62 µm reflection surface, amplitude correction caused 50% 
measurement error from 0 degrees. 
















































































































































































































Figure 3.5: Calculated waveforms using equation (3) under the assumption that the 




























































































































































































Figure 3.6  Relationship between echo amplitude and probe angle.  Copper, rubber 
and articular cartilage were used as reflection surfaces.  Mean values (SD) are shown 

























































Figure 3.7  Relationship between the decrease ratio of echo amplitude and the probe 











































































Figure 3.8  Relationship between Rise-to-Peak time and probe angle for the copper, 
rubber and articular cartilage surfaces.  Mean values (SD) are shown for 0.0-5.0 




























































Figure 3.9  The amplitude correction curve of the ultrasound probe used in the present 
study.  The relationship between Rise-to-Peak time and decrease ratio of amplitude 























































Figure 3.10  Relationship between Rise-to-Peak time and probe angle for the acrylic 
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□： Rz < 10 µm
◆： Rz = 24 µm



















Figure 3.11  Relationship between echo amplitude and probe angle. The acrylic plates 
(Rz < 10 µm, Rz = 24 µm, 63 µm) were used as reflection surfaces.  (a): Before 
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Figure 3.12  Relationship between measurement error and probe angle. The acrylic 
plates (Rz < 10 µm, Rz = 24 µm, 63 µm) were used as reflection surfaces.  (a): Before 
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] □： Rz < 10 µm
◆： Rz = 24 µm
▲： Rz = 63 µm
(b): After calibration
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3.4 Discussion  
This study proposed “Rise-to-Peak time”, which quantifies waveform extension as 
the index of the angle between the ultrasound probe and the reflection surface, as a 
method for more accurately measuring slight changes in cartilage condition in early 
stages of OA.  Our simple model calculation shows that “Rise-to-Peak time” increases 
along with waveform extension caused by increases in probe angle.  However, it has 
been reported that waveform extension also occurs in cases where the reflection surface 
produces a gradual change in acoustic impedance [6, 7].  As articular cartilage has a 
layered structure where the orientation and density of collagen fibers changes 
continuously with depth (Figure 3.13), there is the possibility that the collagen density 
and orientation produces a gradual change in acoustic impedance [8].  Agemura et al 
investigated sound velocities from the superficial layer to the deep layer and reported 
that sound velocity increased with depth from the cartilage surface [9].  Also, the 
superficial zone is thought to have an outer most hydration layer which has high water 
content [10]. 
However, our results showed that the layer structure and hydration layer have very 
little effect on the reflection and Rise-to-Peak time.  The change in velocity in the 
superficial layer is smaller than the change in the water-cartilage interface [9].  Also, 
SEM images did not reveal major changes in the density and orientation of collagen 
fibers from the cartilage surface to the interface of the middle layer [11].  These results 
suggest that the acoustic impedance changes at a relatively narrow area of the interface 
between the water and cartilage surface.   
Amplitude correction using relationship between the “Rise-to-Peak time” and reduction 
rate suppressed the probe-angle derived error.  However, the correction-derived error 
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become higher under 2 degrees of probe angle in the measurement of Rz = 62 µm 
reflection surface.  This would be due to neutralizing the effect of the inclined wave 
incidence caused by the scattering on rough surface.   
In early stages of OA, surface roughness of articular cartilage increases from about 5 
µm to 100 µm [12], and the change in surface roughness may become one of index for 
early OA incidence.  Our results suggest that the “Rise-to-Peak time” should be exhibit 
to the measurer as an index of probe learning rather than used for the automatic 
correction system in order not to erase the effect of surface roughness. 
In conclusion, “Rise-to-Peak time” was proposed as an index of probe angle in the 
clinical ultrasound measurement of articular cartilage.  The results showed that the 
relationship between the “Rise-to-Peak time” and the probe angle for the articular 
cartilage was similar to those for copper and rubber surfaces.  Echo-amplitude 
correction using the Rise-to-Peak time suppressed the probe-angle derived error, but 
some correction-derived error could not be negligible under 2 degrees of probe angle in 




















Figure 3.13  Schematic drawing of the layer structure of articular cartilage. In the 
superficial layer, collagen fibers lie primarily parallel to the cartilage surface. Fibers are 
randomly oriented in middle layer and perpendicular to the cartilage surface in deep 
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Chapter 4 
Effectiveness of Using the “Rise-to-Peak 
time” Index as a Guide for Ultrasound 




In a number of recently developed medical fields, such as telesurgery, microsurgery, or 
arthroscopy [1, 2], the operator is not able to receive direct visual or physical feedback.  
In these operations, the information is provided to the operator via camera or sensor， 
and sometimes the information is amplified or converted [3, 4].  However, if the 
information provided to operator is not intuitive or the information is affected by some 
disturbance, the operation may become inaccurate or inefficient due to a conflict with 
the mental model of operator [5].  For example, during ultrasound evaluation of 
articular cartilage [6-8], accurate evaluation is difficult due to the fact that the probe 
angle index is affected by disturbances other than probe angle. 
  Ultrasound can be used to evaluate the elasticity and surface roughness of articular 
cartilage by analyzing the amplitude of the echo received from the cartilage surface.  
However, the echo amplitude changes not only with the condition of the cartilage but 
also with the angle of the ultrasound probe [9].  Therefore the operator must 
manipulate the ultrasound probe such that the echo amplitude is maximized to make 
sure that the probe is perpendicular to the cartilage surface.  However, if the cartilage 
surface has some lesions, like the cartilage shown in Figure 4.1, it is possible that this 
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manipulation using echo amplitude as the index of the probe angle can result in the 
unconscious avoidance of rough areas due to the reduced amplitude values observed in 
these rougher regions.  This erroneous probe displacement impairs the ability of 
ultrasound measurement in detecting cartilage degeneration.   
We have proposed “Rise-to-Peak time” as a new index of probe angle and have 
investigated the effectiveness of this index in the automatic amplitude correction [10].  
Unlike the echo amplitude index, the “Rise-to-Peak time” is mainly a function of probe 
angle and is little-affected by the elasticity and surface roughness of reflection surface.  
Therefore, the echo amplitude index can be corrected using the relationship between the 
“Rise-to-Peak time” and decrease ratio of echo amplitude.  However, previous results 
showed that automatic amplitude correction using the “Rise-to-Peak time” causes 
correction-derived errors due to the neutralization of the effect of the surface roughness 
on echo amplitude [10].   
The aim of this study is to evaluate the effectiveness of using the “Rise-to-Peak time” 
index to the display of the directly inform the operator of the probe angle during 
ultrasound measurement.  The “Acceptance” index was defined to evaluate the 
superiority of Rise-to-Peak time compared with echo amplitude in decreasing erroneous 




















Figure 4.1  The operator manipulates ultrasound probe to make the echo amplitude 
maximum to make sure the probe is perpendicular to the cartilage surface.  In the case 
of the measurement of cartilage surface that has some lesions, it is possible that 







Displacement of  measurement point
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4.2 Material and Method 
4.2.1 Ultrasound measurement 
Figure 4.2 shows the ultrasound evaluation system used for measuring articular 
cartilage.  The system consisted of a personal computer, a digital oscilloscope, a 
pulsar/receiver, and a transducer (the ultrasonic probe) (XMS-310, Panametrics Japan 
Co., Ltd., Tokyo, Japan).  The transducer emits and receives the ultrasound wave, 
while a plane wave with a central frequency of 10 MHz is oscillated from the 
transducer. 
Acrylic plates with uneven surface roughness (flat surface: Rz < 10 µm, middle rough 
surface: Rz = 24 µm, rough surface: Rz = 62 µm) were prepared as reflection surfaces.  
The surface roughness was created using sandpaper and measured by a surface 
roughness measuring instrument (Surfcorder SE1200, Kosaka Laboratory Ltd.). 
The specimen was fixed on a stage in water and the perpendicularity between the 
transducer and the surface of the specimen was ensured by cautious alignment of the 
stage angle to obtain the maximum echo amplitude.  Then the stage angle was changed 
from 0 degrees up to 5.0 degrees at increments of 0.5 degrees, and the echo amplitude 
and the “Rise-to-Peak time” were measured from the echo waveforms.   
 
The “Rise-to-Peak time” is defined as the time interval between the rise of the first 
peak (50% amplitude of the first peak) and the first positive peak following the 





4.2.2 Calculation of “Acceptance” value 
The “Acceptance” was defined as the normalized difference between the index values 
at 0 degrees for the middle rough and rough surfaces and the values at 0 to 5 degrees for 
the flat surface. 
 
Acceptance        (4.1) 
 
where index(X, Y) is the echo amplitude or Rise-to-Peak time at X degrees in the 
measurement of Rz = Y µm reflection surfaces.  Acceptance values were calculated 





























Figure 4.2  (a) Schematic drawing of the ultrasound measurement system.  A small 
transducer was fixed over the measurement device.  The measurement was performed 
in water at room temperature and the A-mode echogram was measured.  (b) Ultrasound 



























Figure 4.3  Typical pulse waveform of an ultrasound echo. Center frequency: 10 MHz. 
Sampling frequency: 1 GHz. The “Rise-to-Peak time” is defined as the time interval 
between the rise of the first peak (50% amplitude of the first peak) and the first positive 
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Echoes from the middle rough and rough surfaces had lower amplitudes compared 
with those for the flat surface, and decreased as the angle of the reflection surface 
increased as shown in Figure 4.4.  Roughly an 80% decrease was observed for a 
reflection surface angle of 3.0 degrees, and minor decrease was observed from 3.0 
degrees to 5.0 degrees.  As shown in Figure 4.5, the “Rise-to-Peak time” increased 
from 150 ns to 300 ns with an increase in the surface reflection angle from 0 degrees to 
5.0 degrees.  The echo from rough surface (Rz = 62 µm) had slightly-high 
Rise-to-Peak time compared with flat surface.   
The calculated “Acceptance” was shown in Figure 4.6.  For the calculation of the 
middle rough surface, the echo amplitude had a negative Acceptance from 0 to 0.5 
degrees.  Meanwhile, the Rise-to-Peak time did not have any negative Acceptance 
values.  For the high rough surface, the Rise-to-Peak time also had negative values, but 




















Figure 4.4  Relationship between echo amplitude and probe angle. The acrylic plates 
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Figure 4.5  Relationship between Rise-to-Peak time and probe angle for the acrylic 
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Figure 4.6  The Acceptance of echo amplitude and Rise-to-Peak time calculated from 
equation (1).  (a): The calculation for the middle rough surface (Rz = 24 mm). (b): The 






















































The fundamental concept of the “Acceptance” value is defined as the normalized 
difference between the index values at a standard position and at a deviated position 
where there are disturbance.  
 
Acceptance        (4.2) 
 
where index(x0,y0) is the index at a standard position (x0,y0) , index(x,y) is the index at a 
deviated position (x,y) with a disturbance:y-y0, and ∆index(X,Y) is the maximum range 
of the index within a specific measurement area (X,Y).  The negative “Acceptance” 
value indicates that the influence of the disturbance:y-y0 on the index value exceeds that 
of x-x0, where the correction operation may be more affected by the change in the 
disturbance and result in an erroneous position. 
The present study shows an example application of the “Acceptance” value using the 
“Rise-to-Peak time” as the index and surface roughness as the disturbance.  Figure 4.7 
shows the effects of the probe angle and surface roughness on the echo amplitude and 
the Rise-to-Peak time.  As the echo amplitude changes not only with probe angle but 
also with surface roughness, the operation to maximize the echo amplitude tends to 
deviate the measuring position to the smoother surface region.  In this study, 
superiority of the Rise-to-Peak time for the manual measurement was numerically 
evaluated using the “Acceptance” value. 
The probe angle alignment was modeled as shown in Figure 4.8.  The operator 
swings the probe in one direction guided by the angle index.  After observing the index 









Figure 4.8(b) shows a conceptual drawing of the time course of the manual 
measurement operation, where the operator finishes the measurement at the 
convergence of swing amplitude.  However, if there is a disturbance such as change in 
surface roughness, it is possible that the maximum or minimum value in the sequences 
exceeds the convergence value.  In this case, as it becomes more difficult for the 
operator to feel the convergence of the index, an increase in both the measurement time 
and the attendant displacement from the measurement point occur.  In this study, this 
difference between the maximum or minimum value and the convergence value was 
used as the “Acceptance” for evaluating the effectiveness of the Rise-to-Peak time and 
the echo amplitude indexes.  The negative Acceptance means that the index value has 
exceeded the convergence value.  The large negative Acceptance and the wide angle 
range where the negative acceptance occurs show an increase in the possibility for 
increased measurement time and erroneous displacement of the measurement point.  
As shown in Figure 4.6, the Rise-to-Peak time index did not have a large negative 
Acceptance compared with that for the echo amplitude index.  Also, the angle range 
within which the Rise-to-Peak had negative Acceptances was small.  The results show 
that using Rise-to-Peak time index is an effective way to decrease both measurement 
time and erroneous displacement of the measurement point.  
Compared to the automatic amplitude correction using Rise-to-Peak time, the 
measurement supported by displaying the Rise-to-Peak time might require a longer 
measurement time.  Also, compared to the automatic scanning of all angles by robot 
arm
 
[11], this support method may lack accuracy.  However, this support method does 
not involve correction-derived error and might provide a more intuitive measurement 
operation without additional equipment.  In clinical use, because the operator has to 
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watch an arthroscopic image, the Rise-to-Peak time is displayed by sound.  The design 
of the relation between the Rise-to-Peak time and pitch or loudness of a sound would be 
the focus of a near-future study. 
In conclusion, the effectiveness of the displaying the “Rise-to-Peak time” to the 
operator during ultrasound measurement was evaluated.  The results showed that 
displaying the Rise-to-Peak time was the potential to decrease both measurement time 
and erroneous displacement of the measurement point compared with using echo 




















Figure 4.7  The effects of the probe angle and surface roughness on the echo 





















































































































Figure 4.8  The probe angle alignment model. (a): The time course of probe angle. (b): 
The time course of the index in the measurement of uniform area. (c): The time course 
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Evaluation of the Effectiveness 
 of the Rise-to-Peak time during an 





In ultrasound measurement of articular cartilage, measurement error occurs if the 
ultrasound probe is not perpendicular to the cartilage surface [1].  In clinical ultrasound 
measurement, echo amplitude can be used as the angle index.  However, because echo 
amplitude is affected by disturbances such as cartilage surface roughness, the use of 
echo amplitude can result in inaccurate probe angle alignment and the unconscious 
probe displacement.  Recently, Rise-to-Peak time was proposed as the probe angle 
index.  The effectiveness of Rise-to-Peak time was evaluated using the “Acceptance” 
described earlier, and it was predicted that the display of the Rise-to-Peak time can 
decrease measurement time and unconscious probe displacement compared with using 
echo amplitude as the angle index [2].   
The aim of this study is to evaluate the effectiveness of Rise-to-Peak time during an 
angle alignment task by the user study.  The stick angle alignment task using a 
Rise-to-Peak time-type index and an echo amplitude-type index was performed, and the 
effect of the indexes on the performance of the task was evaluated. 
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5.2 Material and method 
5.2.1 Composition of test system 
 For the user test, a test system that imitates the operation of the alignment the probe 
angle in ultrasound evaluation was constructed.  Figure 5.1 shows a schematic view of 
the test system.  The system was constructed of a stick with sensors for stick position 
and angle (PHANTOM Omin, Sensable), a PC display, and a headphone.   
 
5.2.2 Imaginary plane and definition of stick angle and stick position   
 As shown in Figure 5.2, the imaginary plane was placed under the stick.  The stick 
angle was defined as the relative angle between the normal line of the imaginary plane 
and the stick axis.  Also, the stick position was defined as the poison of the intersection 
point of the stick axis and the imaginary plane. 
 
5.2.3 Surface roughness parameter 





+x   (-20 < x < 20) 
0        (x ≤ -20) (5.1) 
1        (x ≥ 20)  
Where R is the surface roughness parameter and x is the x-coordinate of the stick 





















Figure 5.1  The schematic drawing of the user test system.  The system was 
constructed of a stick with sensors for stick position and angle (PHANTOM Omin, 
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(PANTOM Omni)
PC display





















Figure 5.2  The schematic drawing of the imaginary plane.  The stick angle is the 
relative angle between the normal line of the imaginary plane and the stick axis.  The 
stick position is the poison of the intersection point of the stick axis and the imaginary 
plane.  The displacement of the stick is the distance between the origin position and 
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Figure 5.3  The relationship between the surface roughness parameter and the 

































5.2.4 Indexes of stick angle 
 Three types of the stick angle index were used in this study.  First is the “Ideal” index 
that changes with only the stick angle.  Second is the “Rise-to-Peak time-type” index 
that changes with the stick angle and with the surface roughness parameter slightly.  
Third is the “Echo amplitude-type” index that changes with the stick angle and the 
surface roughness parameter greatly.  The values of these indexes are expressed as 














×−+= RRI A  (5.4) 
where θ is the stick angle, II, IR and IA are the values of the ideal index, the Rise-to-Peak 
time-type index, and the Echo amplitude-type index, respectively.  Figure 5.4 shows 
the relationships between the probe angle and the angle indexes. 
 
5.2.5 Presentation of angle index 
 The angle indexes were presented as auditory feedback using headphone.  The 
change of index was presented as the change of the sound frequency and the sound 









f ×+=  (5.6) 
where V is the sound volume [dBA], f is the sound frequency [Hz], and I is the values of 
the index. 
 
5.2.6 Presentation of distance between the stick and the imaginary plane 
The distance between the stick head and the intersection point of the stick axis and 
the imaginary plane was presented as the position of the slide bar on the PC display 
(Figure 5.5).  The position of the slide bar varies with the distance between the stick 
and the imaginary plane, and becomes the center position when the stick is kept at the 
right distance (50 mm).  
 
5.2.7 Procedure of user test 
The user test of the angle alignment task was performed through following procedure.  
At first, the user sets the stick potion to the origin position (x = 0, y = 0), while the 
imaginary plane is displayed on the PC display (Figure 5.5).  After this, the user 
attempts to align the stick perpendicular to the imaginary plane by using the auditory 
feedback.  At the same time, the user aligns the distance between the stick and the 
imaginary plane by reference to the slide bar on the PC display.  The test ends when 
the user thinks that the stick is perpendicular to the imaginary plane.  The operation 
time, the final stick angle, and the displacement of the stick position from the origin 
position are also recorded.  This procedure was repeated 5 times for each angle index.  




















Figure 5.4  The relationships between the probe angle and the value of the angle 
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Figure 5.5  The users view on PC display.  (a) The presentation of the distance 
between the stick and the imaginary plane using a slide bar.  (b) The image of the 






(a)  Presentation of the distance 
between stick and imaginary plane











Table 5.1  The order of the user test 
 User 1-3 User 4-6 User 7-9 
Ideal  1  3  2  
Rise-to-Peak time-type 2  1  3  












Figure 5.6 shows the measured operation times.  There were no significant 
differences between the indexes (Tukey's test, p<0.05).  The final stick angle was 
significantly large for the case using the echo-amplitude type index compared with the 
Ideal index and the Rise-to-Peak time-type index as shown in Figure 5.7 (Tukey's test, 
p<0.05).  Similarly, the stick moved strongly from the origin position in the case using 
the echo-amplitude type index compared with the Rise-to-Peak time-type index as 
shown in Figure 5.8 (Tukey's test, p<0.05).   




















Figure 5.6  The operation times of the angle alignment task.  Mean values (SD) are 















































Figure 5.7  The final stick angle of the angle alignment task.  Mean values (SD) are 
shown for the tasks using ideal index, Rise-to-Peak time-type and echo amplitude-type.  























































Figure 5.8  The displacement of the stick during the angle alignment task.  Mean 
values (SD) are shown for the tasks using ideal index, Rise-to-Peak time-type and echo 








































The previous study reported that the change of surface roughness of articular cartilage 
could decrease the variation width of the echo amplitude caused by the change of the 
probe angle by 60% [2, 3].  Meanwhile, the decrease in the variation width of the 
Rise-to-Peak time was only 10%.  From this characteristic of not being affected by the 
disturbance, it was predicted that the display of the Rise-to-Peak time can decrease the 
measurement time and the displacement of the ultrasound probe compared with using 
the echo amplitude as the angle index.   
In this study, the user test, which imitates ultrasound measurement, was performed to 
evaluate the effectiveness of the Rise-to-Peak time.  As expected in the previous study, 
the use of an index that is little affected by disturbance provides accurate angle 
alignment and suppression of the displacement.  However, the use of an index that is 
little affected by disturbance did not decrease the operation time.  Also, as shown in 
Figure 5.9, not only the movement in the direction where the surface roughness 
parameter changes but also the movement in the direction where the surface roughness 
parameter does not change was decreased by the use of Rise-to-Peak time-type index.  
This result suggests that the mapping of the stick state to the cognitive space of the user 
was improved by using a Rise-to-Peak time-type index.   
In the clinical operation, the operator’s visual resource was used for getting most of 
the information, such as the arthroscopic image, the surgical instrument, and the 
condition of the patient.  Wickens insisted that the information processing performance 
is improved by assigning a part of the information to the auditory resource in tasks 
where the operator is overloaded by visual input [4].  Therefore, in this study, the angle 
indexes were presented as auditory feedback.  However, because there are some other 
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sounds in the operation site such as electrocardiograms or air-conditioning equipment, 
and because the parameter mapping of the auditory feedback affects the information 
processing [5, 6], further study in designing the auditory feedback system is required for 
effective angle presentation in the clinical setting. 
 
In conclusion, the effectiveness of the Rise-to-peak time during angle alignment was 
evaluated by a user test.  From the results, the use of a Rise-to-Peak time-type index 
provides accurate angle alignment and suppression of probe displacement.  It suggests 
that the use of a Rise-to-Peak time enables the accurate evaluation of articular cartilage 
in clinical use.  However, study into how to present auditory feedback to the user in 



















Figure 5.9  The final stick potion of the angle alignment task.  Mean (SD) values of 
the x-coordinate and the y-coordinate of the final stick position are shown for the tasks 
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Evaluation of Anisotropic Structure of 






Articular cartilage is anisotropic with respect to elasticity, lubrication, and collagen 
fiber structure [1-5].  If regenerated cartilage does not have the same anisotropic 
structure as the host cartilage, it is possible that degeneration and destruction of the 
cartilage can occur due to stress concentration at the interface between the intact 
cartilage and regenerated cartilage.  Therefore evaluation of the anisotropy of the 
cartilage is required as one of the indexes for the evaluation of regenerated cartilage.  
However, current methods to evaluate the anisotropy of articular cartilage, like 
microscope observation, split-line, or friction test, are destructive, with no 
nondestructive method having been established. 
The aim of this study is to investigate the effectiveness of the measurement of shear 
wave speed using the surface wave as a first step in the development of a nondestructive 




6.2 Material and method 
6.2.1 Preparation of cartilage samples 
Articular cartilage with subchondral bone were excised from the patellar surface, the 
medial condyle of the femur and the lateral condyle of the femur from porcine knee 
joints.   
 
6.2.2 Measurement of shear wave speed using surface wave 
Figure 6.1 shows the schematic diagram of the measurement system.  The system 
consisted of an XY stage, a bimorph transducer, a function generator, an oscilloscope 
and a laser Doppler vibrometer.  The sample was fixed on the XY stage with the 
cartilage side up.   
The surface wave (6.0 kHz) was produced on cartilage surface by the bimorph 
transducer, and the vibration of the cartilage surface was measured by laser Doppler 
vibrometer at points of 5 mm and 10 mm away from the vibration excitation point.  
Figure 6.2 shows a typical measured waveform of a surface wave.  The 6.0 kHz wave 
was extracted from the measured waveform using a wavelet transformation.  The 
surface wave phase velocity was measured from the difference between the wave arrival 
times at the two measurement points of the vibrometer.  This measurement of the 
surface wave phase velocity was performed in the directions parallel and perpendicular 
to the direction of joint movement.  Also, the cartilage thickness of the measurement 
point was measured with the ultrasound measurement described in chapter 2 (typical 
waveform was shown in Figure 6.3).  In this study, 1600 m/s was used as the speed of 
sound.  The speed of the shear wave in cartilage was calculated from measured surface 
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wave phase velocity and cartilage thickness under the assumption that the surface wave 



















Figure 6.1  Schematic diagram of ultrasound measurement system. (a) Measurement 
of the cartilage thickness using longitudinal wave. (b) Measurement of the speed of the 





































Figure 6.2  Wavelet-transform analysis. (a) Measured waveform of the surface wave. 































































































Figure 6.3  Typical waveform of the ultrasound echo (Frequency = 10 MHz). Echoes 





















































6.2.3 Observation of split-line  
The split-line was created by inserting a needle at a 90° angle (to the joint surface) 
into the articular cartilage to the level of the subchondral bone.  Before the insertion, 
the needle was dipped in ink, which stained the exposed cartilaginous matrix, making 
the split-lines clearly visible.  This procedure was repeated at 1mm intervals in a grid 
pattern until the entire specimen surface was mapped.  The image of the split-line was 
binarized and ellipse approximation was performed.  As shown in Figure 6.4, the angle 
of split-line extension was defined as the angle between the direction of joint movement 




















Figure 6.4  Measurement of the split-line extension angle.  The angle was defined 
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movement
Major axis of ellipse
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6.3 Result 
Figure 6.5 shows the speed of the shear wave in the patellar surface and the condyle 
of the femur.  In the patellar surface, the speed of the shear wave measured in the 
direction parallel to the joint movement was significantly lower than that for the 
perpendicular direction (p<0.05).  Meanwhile, in the condyle of the femur, although 
the same tendency was observed in the lateral condyle of the femur, a significant 
difference in the speed of the shear wave was not observed between the parallel 
direction and the perpendicular direction (Figure 6.6).     
Figure 6.7 shows the split-line in the 5x5 [mm] area where surface wave 
measurement was performed.  The direction of joint movement corresponds with the 
longitudinal direction of each photograph.  In the patellar surface, the split-line tended 
to extend to the direction perpendicular to the direction of the joint movement.  
Meanwhile, in the condyle of the femur, the split-line extended diagonally to the 
direction of the joint movement.  
 Figure 6.8 shows the average angles of split-line extension.  The average angles were 





















Figure 6.5  Speed of the shear waves in the patellar surface.  Mean values (SD) are 





























































Figure 6.6  Speed of shear waves in the condyle of the femur. (a) Lateral condyle of 
the femur. (b) Medial condyle of the femur. Mean values (SD) are shown for each 




































































































Figure 6.7  Photographs of the created split-lines on the cartilage surface. (a) Patellar 
surface. (b) Condyle of the femur.  Direction of joint movement corresponds with the  


























Figure 6.8  Angle of split-line extension. Mean values (SD) are shown for patellar 

























































Roth et al. evaluated the elasticity of articular cartilage by tensile test, and reported 
that the tensile force is high in the direction parallel to the split-line extension and low 
in the direction perpendicular to the split-line.  Ikeuchi et al. reported that the 
lubrication property of articular cartilage has anisotropy related to the direction of joint 
movement.   
In this study, the speed of the shear wave that propagates parallel and perpendicular 
to the direction of joint movement was measured.  In the patellar surface, the speed of 
the shear wave measured in the direction parallel to the joint movement was 
significantly lower than that measured in the perpendicular direction.  In the lateral 
condyle of the femur, the same tendency was observed.  Meanwhile, in the medial 
condyle of the femur, this phenomenon wave was not observed.  Because the speed of  
a shear wave is affected by the shear modulus of the medium, it is possible that the 
observed anisotropy of the speed of the shear wave reflects the anisotropy of shear 
modulus of the cartilage and the anisotropy of the orientation of collagen fibers that 
sustains the elastic modulus of the articular cartilage [7]. 
Although the difference in the anisotropies of the cartilage structure in the patellar 
surface and the condyle of the femur is not clear, it is thought that the structural and 
mechanical characteristics of the cartilage are developed with cartilage maturation via 
mechanical stimulus [8].  As shown in Figure 6.9, the relative sliding motion caused 
by the bending of the knee is in constant direction along the patellar surface.  In the 
condyle of the femur, the relative sliding motion is comparatively multidirectional 
because of the medial rotation and lateral rotation of the tibia.  Also, the sliding motion 
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is more multidirectional in the medial condyle of the femur compared with the lateral 
condyle of the femur.  This difference in the sliding history for each site might 
construct the difference in the cartilage structure.  Therefore it is suggested that the 
anisotropy of the speed of the shear wave reflected the anisotropy of the cartilage 
structure constructed by the sliding stimulus.  In addition, the direction of the split-line 
extension, which corresponds to the direction of the collagen fibers [9], shows 
correlation with the direction in which the speed of the shear wave is high in the patellar 
surface.  
Because the residual stress of articular cartilage might also affect the extension of 
split-line angle and the speed of the shear wave, a study considering nonlinear 
characteristics of cartilage is required for investigating what is reflected in the speed of 
the shear wave. 
 
In conclusion, the availability of measuring the shear wave speed as a nondestructive 
method to evaluate the anisotropy of articular cartilage was evaluated.  From the 
results, an anisotropy of the speed of the shear wave was observed for areas with 
different sliding motion histories.  These results suggest that the structural and 
mechanical anisotropy of cartilage can be evaluated by the measurement of shear wave 
speed.  A study to investigate what structure is reflected in the speed of the shear wave, 




















Figure 6.9  Direction of relative slip.  (a) Patellar surface.  Anterior view of the 





(a) Patellar surface (b) Condyle of femur
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